
Assembly Instructions
Part Number: EL-1

Product: EzyLok Kit
Standard accessory for all glass nebulizers.

1. P/N 70-808-0735/2: 1 x EzyLok 6mm Hose Adaptor
2. P/N QSM-4: EzyLok Connector for 4mm Tubing
3. P/N SNP-1/6: 1 x Hose Clip 6mm

Note: To release or connect the EzyLok Connector,
press down firmly on the blue button.

Using the EzyLok Kit with EzyLok Arm Nebulizers

The EzyLok Arm Step 1: 
Connect the EzyLok Connector to the Nebulizer.

Step 2 (Option A): 
If using Standard 4mm Tubing. Insert the tubing 
into the EzyLok Connector.

Step 2 (Option B): 
If using other tubing. Secure tubing to Hose Adaptor 
with Hose Clip (i). The Clip should face the back of the 
nebulizer. Insert Hose Adaptor into Connector (ii).

Important Note: Before applying gas pressure, apply a slight amount of pulling pressure between the Nebulizer
and Hose to ensure they are securely locked.
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